
Notary Public 

*Includes documents specified in A.A.C. R13-10-104.A.5 

CERTIFICATION by CUSTODIAN of RECORDS 

\Cr/ 	Tucson Police Department Crime Laboratory 

111 1306 W. Miracle Mile, Tucson, AZ 85705 

I hereby certify that these documents are a true and correct copy of the 
periodic maintenance* for the Intoxilyzer 8000 Serial Number 

e--6 0 - 00033 2. 	maintained by the Tucson Police Department 
Crime Laboratory pursuant to the requirements of the Arizona Department 
of Public Safety for a quality assurance program. 

A quality assurance specialist (QAS) tested the instrument on the following 
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2, 
for a 0.100AC solution are 0.090AC to 0.110AC. 

Date:  2,1d\.1)--o(co  Cal 1  (MCI 	AC Cal 2 	46\--  	AC 

Between the dates of 	 and 
the instrument was operating properly and accurately. 

The instrument was taken out of service for repair on 	I al ).01(0  . 
The instrument was returned to service on 

William L. Loomis 

l
ip 1 i r)1  

ADPS QAS Permit # 33720 

c4A-L 
SUBSCRIBED AND SWORN to before me this 	/ u 	, day of 

OFFOOMIL BEAL 

ELM ESCARCEGA 
NOTARY PUBLOC.AREOLIA 
PODAA COUNTY 
UM, Ityll1019 

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the 
information contained in computer storage devices of the Tucson Police Department. 



EXHIBIT G-2 

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY 
A.A.C. R13-10-104(A) 

ARIZONA DEPARTMENT OF PUBLIC SAFETY 

012.11:2P11'  

QA Specialist LAI t-- 00M IS 535745  AGENCY  Tucson Police Department  

DATE 	c)---Z1‘42  	TIME  /  

Intoxilyzer Serial # SO— 0003301  Location  cgli-,K.  

( 	1. Ensure that gas tank is attached to instrument and contains a 
standard alcohol concentration solution 0.  /0 0 AC. 

OR 
Pour a standard alcohol concentration solution 	AC, 
into a clean dry simulator and assemble the simulator. Ensure 
that a tight seal has been made. Turn on the simulator and 
allow temperature to reach 34°C + 0.2°C 

( 	2. Intoxilyzer 8000 display reads "PUSH BUTTON TO START" 

( 	3 	Go to the "Control Testing Menu". Select "D" for dry 
control test or "W" for wet control test. After 
selection is made press ENTER. 

( v/j 	4. Air blank completed. 

( V) 	5. Calibration check completed. Test results 0.  j b I 	AC. 

(v/) 	6. Air blank completed. 

( v/r 7. Remove printed record. Attach the record to the completed 
checklist. 

STANDARD QUALITY ASSURANCE PROCEDURES 

I 61- 1  INTOXILYZER MODEL 8000 

STANDARD CALIBRATION CHECK PROCEDURE 

SIGNATURE 

DPS Form Exh G-2 (Rev. 05-01) 

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in 
computer storage devices of the Tucson Police Department. 



INTOXILYZER 8000 
Location: TUCSON PD 
Serial Number: 80-000332 
Core Version: 8105.48 
02/02/2016 13:45:41 a 

  

Standard Lot#: 15615100A1 
Last Changed By: W. LOOMIS #53545 

QAS: W. LOOMIS #53545 
TUCSON PD 

Operator: W. LOOMIS #53545 
TUCSON PD 

Test g/2101, Time 

Air Blank 0.000 13:46:10 
0.100 Cal Check 0.101 13:46:31 
Air Blank 0.000 13:47:00 

Preventative Maintenance 
Performed -- Timer Reset 

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information 
contained in computer storage devices of the Tucson Police Department. 



TUCSON POLICE DEPARTMENT 

CRIME LABORATORY 

INTOXILYZER SERVICE RECORD 

Date: 	  

QAS:  IA). LopMrs 	5-3574S— 

Intoxilyzer Serial Number: 	0 - ODD 33 a  
Reason For Service:  AFZe.., S (1571AAA START-  P ) //057 MA 	/Or tt-i-- 

&I 0 772  RiA-OY M v)), 	51mt-T TisT BK-0-0 A.),  poc-) moT  

5141 T sto,KakkE p yor61,E, -to A-cc€ss 0717)195 Ail&ij 	(,rr  

oto 	 ornoN5/-raD15PLAy 6:&T5 
R.v\mA ac). 5c- Re-i\-)  

Date Out of Service: 	  

orb LisT 

   

Calibration Check completed prior to removal from service 

Date:  €Z 1)4 c)---01  

SQAP completed prior to removal from service 

Date:  (itIO/A)6.V-c- 1-1) C  om-Pi-i-Tcz 

Corrective Action: 	 [Sent to CMI, Inc. 

.1)DWIQ 	PA-Tk PPSIo>2 TO 5/\)1A)6-/ TO cfra,  

.• 

Pursuant to section 28-1327. Arizona Revised Statutes. this document is a certified duplicate of the information contained in 
computer storage devices of the Tucson Police Department. 



/iNc. 
Service Evaluation Form  

Pursuant to Section 28.1327, Arizona 
Revised Statutes, this document is a 
certified duplicate of the information 
contained in computer storage devices 
of the Tucson Police Department. 

°Jj f t/t/i, This form MUST be completed and enclosed with instrument to be serviced. 

Note: Please ship items in their original shipping container. 

Contact information: 	Customer Number  05o74--5  (contact Customer Service) 

Name  --F.RR‘,/ (k-LLi.(7,05  
Fax: ( 5010 )  "i-cA q(41-f t). 	Email:   3.R d  G ALLUnOSe-riAsbikmL‘cmov 

Bill to Address: 
1tM -NCB AU. 01,I &ifs 'PAYA-BL-f_,  
?(:) TDo X7115-0  

c300) 	 — 94-1 50  

Ship to Address: 
1{C500 POLA CE, .P .PARTM6.6A71 CR)M  

13ob Wivl /KA-U, friLE  
(AcS oo

)  t  

     

Instrument Serial Number:  qo -ODD  
Detailed Description of Problem: 

SYSli itd( 	 (AP A)61R104iNT (AM-L 6,0 it)  4/1.1).V itobi 	41  5-1ART.  
wrioN DOO Na7 sTAAT 	u fate A131-€ 1 A-Cti55 orno 5 sAsAm 	vcr- 	?ci-niv6.1 orr10101  

1A-fc-c_ DISM-A-`( GITS 5--  &cK 6r1 /-A-51-  14w(4 o(. 5cAstn).  
***Hazardous Material Warning! — DO NOT  return gas cylinders with instrument! ' 

Note: An evaluation fee of $39.50 for handheld instruments or $79.00 for IR evidential instruments will 
apply to estimates which are not repaired. 

CI I Authorize Repairs Up To: El All El$250 El $500 0$750 ID Other $ 
Purchase Order Number  3 Th CoS  

Authorized By: 

GNALLi &los 1DxfocixylY coboh0470(..Ship to: 

Name (Pi ase prity Title 	 CMI, Inc. 

_AL./raid 	1l//, 	 ' //',201 	
Attn: Service Dept. 
316 East Ninth Street 

Signature 	 Date 	 Owensboro, KY 42303 

riNo, please send estimate before repairs are made. An estimate will be faxed before performing 
any repairs and may cause delays in service. 

Phone: (530   )  td 34- 

316 EAST NINTH STREET • OWENSBORO, KENTUCKY 42303 • 1-866-835-0690 
02/ 1 2 
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